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Summary

An ultrasonic data display system was developed at NASA
Lewis Research Center that allows the user to interactively
examine digitized waveforms and processed information asso-
ciated with any specific scan location of an ultrasonic contact
scan. This information is displayed on a video display monitor
and includes acquired time-domain waveforms, frequency-
domain magnitude and phase spectra, and ultrasonic properties
(pulse velocity, phase velocity, reflection coefficient, attenua-
tion coefficient, attenuation coefficient error) as a function of
frequency for a material. This report describes the system
features and illustrates the system’s usefulness for nondestruc-
tive materials characterization.

I. Purpose of PSIDD System

The post-scan interactive data display system (PSIDD) has
been developed for viewing raw (digitized) data and resulting
properties at any scan location on any of the ultrasonic images
formed from ultrasonic contact scans.! It was developed to
(1) confirm the accuracy of images both from a software signal
processing and hardware performance standpoint and (2) inter-
actively compare ultrasonic properties at different locations
within samples. In ultrasonic contact scanning, two front sur-
face and two back surface ultrasonic pulses obtained using the
pulse-echo configuration are digitized and stored at every scan
location. Subsequently, the pulses associated with each scan
point are Fourier-transformed to the frequency domain and
used in calculating ultrasonic reflection coefficient, attenuation
coefficient, cross-correlation (pulse) velocity, and phase veloc-
ity (fig. 1! Images of these ultrasonic properties are then
formed at preselected frequencies. This ultrasonic method is
especially sensitive for quantifying global variations (such as
pore fraction variations) in microstructure! as well as detecting
isolated material defects® in monolithic and composite materi-
als. Microstructural variations are indicated via gray or color
scale variations in an ultrasonic image; at such locations there
can be questions as to the validity of the indication. PSIDD
allows the operator to examine the digitized ultrasonic wave-
forms at such locations and verify whether the waveforms and
the resulting ultrasonic properties are valid, and, if valid, how
the waveforms and properties differ from those at other sample
areas. This form of analysis is likely to yield more accurate

S, CONTAINS
ClOR WLYSTRAY QN

predictions of material behavior, and it can be the basis for
artificial intelligence techniques that allow defect identifica-
tion based on waveform shapes and property versus frequency
behavior. This type of comprehensive analysis in such a conve-
nient format is not commonly done in conventional ultrasonic
testing.

II. System Overview

a. Hardware and Software

The system uses a VAX 4000 - 200 computer running VAX/
VMS AS5.5-1 operating system interfaced to a Grinnell 274
image processing system via a DRV11 direct memory access
board installed on the VAX’s Q-bus. Two video displays are
used (fig. 2(a)). A DEC VT340 terminal is the user terminal
attached to the computer and a Mitsubishi 20LP is the video
display monitor attached to the image processing system. A
cursor control unit is attached to the image processor. High-
level VAX FORTRAN software used for driving the system
was written at the Lewis Research Center . The Grinnell library
of FORTRAN subroutines? is called from this high-level soft-
ware. The user starts the PSIDD program and is queried from
the user terminal. The video display monitor shows ultrasonic
images and the associated waveforms, spectra, and properties.

b. User Interface

The PSIDD user interface consists of the VT340 user termi-
nal, the 20LP video display, the cursor control unit (CCU), and
the PSIDD executable code. PSIDD is started from the user
terminal after logging into an account on the VAX. The user
terminal is used to query the initial user options and display
error messages. The video display monitor is used in conjunc-
tion with the CCU to display image and waveforminformation.
Three different display screens are shown on the video display
during PSIDD operation: (1) image display, (2) waveform
display, and (3) graph display. The image display is used to
view the ultrasonic property images and to select scan locations
where the user wishes to examine the digitized waveforms,
spectra, and frequency-dependent property data. The wave-
form display is the screen that actually displays this informa-
tion, and the graph display is a full screen enlargement of one



of the graphs from the waveform display. The movement of the
CCU joystick and the positioning of the function switches on
the CCU cause PSIDD to switch among the three screens and
perform different tasks depending on which screen is currently
displayed on the video display.

c. Features For Application to Ultrasonic Contact Scan
Images

PSIDD first allows the display of any of the ultrasonic
property images at predetermined frequencies generated from
spectral analysis of ultrasonic contact scan data. These images
include cross-correlation (pulse) velocity, phase velocity, re-
flection coefficient, attenuation coefficient, and attenuation
coefficient error.! From a grid overlaying the image and
representing the locations where ultrasonic data were obtained,
and the use of the CCU, PSIDD allows the operator to examine
time-domain waveforms at any location where ultrasonic data
were obtained. PSIDD also allows the user to examine at these
locations (1) the frequency-domain magnitude and phase spec-
tra of the waveforms and (2) the calculated ultrasonic material
properties including phase velocity, reflection coefficient, at-
tenuation coefficient, and attenuation coefficient error as a
function of frequency. Digitized and calculated property data
obtained from an ultrasonic contact scan and stored in files are
retrieved via a direct access data retrieval algorithm which
allows display of data at any point. All this information is
displayed on the video display. For the frequency-domain
transformed waveforms and frequency-dependent properties
portions of the video display, the user can move the CCU over
any waveform box to view on video in real-time specific values
of waveforms and properties at any frequency within the
broadband frequency regime realized during the ultrasonic
contact scan. Waveforms are auto-scaled in both horizontal and
vertical directions and can be individually enlarged to take up
the entire video display for more detailed viewing. The user can
choose to view the two back surface waveforms with or without
the ultrasonic system noise subtracted. Where interpolation of
spectra and property data is needed, the user has the choice of
linear or natural cubic spline interpolation.

III. Detailed Explanation of PSIDD
Operation and Features

a. Initial Setup and Queries

Before using PSIDD, the user is first required to edit an
initialization file (PSIDD.ini) that tells PSIDD in which file
directory path the image and data files generated from the
ultrasonic contact scan are located. The user then runs PSIDD
by typing “run PSIDD” at the DCL (Digital Command Lan-
guage) prompt on the user terminal and is queried regarding
data set prefix name. In this example, a scanned silicon nitride
sample having scan information stored in files with file name

prefix SN2_CC_10 is confirmed and PSIDD displays mes-
sages to the user terminal regarding the files read in associated
with this prefix (fig. 2(b)). The user is then asked what specific
image type and frequency are desired (fig. 2(c)). Here, as an
example, phase velocity is chosen for the image type and
60 MHz is chosen for the frequency. At this point, the image
display comes up to video with a grid overlaying the image that
represents the locations where ultrasonic data were obtained
(fig. 3(a)). As will be explained, the image can be viewed
without the grid if a clearer view is necessary (fig. 3(b)). In
figure 3(a), the outlying black areas overlayed with the grid
represent areas of the rectangular holder which contained the
disk-shaped sample. A scale marker is present in the lowerright
comner below the gray scale bar. The 60-MHz phase velocity
image indicates material gradients via gray scale variations.
These gradients will be investigated with PSIDD in section IV.

Figure 4 shows the CCU attached to the image processing
system that allows options to be executed for the PSIDD
system. Figures 5(a) to (c) show the menus to be used in
conjunction with the CCU for selecting options in the image
display, waveform display, and graph display, respectively.
The CCU has two switches labeled “FUN A” and “FUNB.” All
the options on the three menus are accessed by moving the
cursor control joystick, toggling the FUN A and FUN B
switches (down =0and up = 1), and, subsequently, pressing the
ENTER button on the CCU. (For the image processor setup
used at Lewis Research Center, the cursor 1 switch on the CCU
must be in the “up” position to allow cursor viewing.) With
FUN A =0 and FUN B =0, by depressing the “Q” key on the
user terminal keyboard and the enter key on the CCU, the user
can quit PSIDD at any point in the program.

b. Image Display

For the image display, the following four options exist as
shown in the image display menu (fig. 5(a)). WithFUN A =0
and FUNB = 1, the image color scheme can be varied from gray
scale to a variety of different color schemes, two of which are
shown in figures 6(a) and (b). With FUN A = 1 and
FUN B =0, locations where ultrasonic scan data and resulting
property values are deemed questionable (from analysis
performed after the contact scan) are highlighted as shown in
figure 7. Each different color and pattern scheme represents a
different questionable data condition and indicates what ultra-
sonic property might be affected. Codes BA, BC, BP, and BV
represent locations where attenuation coefficient, cross-
correlation velocity, phase velocity, and both types of veloci-
ties, respectively, might be suspect as a result of faulty data.
Code BE represents edge locations for anonrectangular sample.
Table I gives the criteria used to code the potentially suspect
scan locations.

As explained in the following paragraphs, the highlighting
allows the user to (1) go to highlighted locations for a closer
examination of thedigitized and processed data and (2) perform
data filtering as needed to obtain a more accurate image if the



data are deemed bad. With FUN A =1 and FUN B = 1, the user
terminal displays the queries shown in figure 2(b) and the user
has the opportunity to select a new image type. With the video
cursor moved to a specific image location (x = 11, y = 12)
(displayed in the upper right corner of figs. 8(a) and (c)), and
FUN A =0 and FUN B = 0, the waveform data corresponding
to the cursor location on the image is displayed on video
figs. 8(b) and (d)). If the cursor is not on the image grid area and
FUN A =0 and FUN B = 0, then the overlayed image grid is
toggled off and on.

c. Waveform Display

The waveform display shown in figure 8(b) has 13 boxes of
information associated with the scan point. The top row of
boxes show digitized time-domain ultrasonic waveform data
from the pulse-echo ultrasonic contact measurement (fig. 1) at
that location. In figure 8(b) the waveforms labeled FS1(T) and
FS2(T) are the first front surface reflections without and with
the sample present on the buffer rod, respectively, where T is
time. The waveforms labeled B1(T) and B2(T) are the first and
second ultrasonic pulses reflected off the sample back surface.
The delay times relative to the main ultrasonic pulse where the
echoes occur are given at the top of the four boxes. The time and
voltage scales of the waveforms are shown in the lower right
and middle left of the boxes, respectively. The time scale is
denoted by ascale marker, and the voltage scale is givenin volts
(V)/division (D).

The middle four boxes of the waveform display in figure 8(b)
show ultrasonic properties as a function of frequency. The
equations used to calculate frequency-dependent ultrasonic
properties obtained from the pulse-echo configuration are
given in the appendix. The first box on the left shows the
Fourier-transformed front surface reflections FS 1(F) and FS2(F)
magnitude spectra where F is frequency. The spectra are color
coded. Highest magnitude in volt-sec is shown at the upper left,
and frequency scale (auto-scaled based on frequency extent of
magnitude spectra) is shown at the middle right. The selected
image frequency of 60 MHz is pointed at with adotted line. The
next two boxes to the immediate right show phase angle (6) and
magnitude spectras for Fourier-transformed back surface
reflections B 1(F) and B2(F). The lower left of the phase angle
spectra box shows the lowest phase angle (referenced from
" = 0°) in terms of number of 360° revolutions (RV) plus the
number of degrees less than 360°. (Please note that the number
of revolutions can be a function of the signal processing
routine’s attempt to provide a continuous curve for phase angle
vs. frequency.) A dotted line in the magnitude spectra box
points to the ratio of the B1(F) and B2(F) magnitudes at the
selected image frequency of 60 MHz. As before, highest
magnitude in volt-sec is shown at the upper left of the magni-
tude spectra box and frequency scaling (which is the same as for
the FS1(F)/FS2(F) box) is displayed at the middle right of both
boxes. The next box to the right contains two graphs: the upper
one contains phase velocity (cm/usec) as a function of fre-

quency while the lower one shows the ratio of phase velocity to
cross-correlation velocity as a function of frequency. The next
box to the right displays reflection coefficient as a function of
frequency. As before, the magnitudes of the properties at the
selected image frequency are pointed at with a dotted line and
displayed.

The lowest set of boxes shows attenuation coefficient as a
function of frequency (neper (NP)/cm (CM)) (left-most box),
% error in the attenuation coefficient as a function of frequency
{(middle), and an information box (right-most box). The attenu-
ation coefficient box shows color-coded error (+ sigma) bands
which were derived from the % error in the attenuation coeffi-
cient calculation. The error bands and % error in attenuation
coefficient are necessary to show what frequencies are most
valid for the attenuation coefficient calculation. The informa-
tion box displays the present date, sample name, sample thick-
ness, scan position, nominal transducer center frequency,
cross-correlation velocity, phase velocity at the selected image
frequency, frequency range over which extreme-value data
filtering/clipping was performed, and whether the scanlocation
is “good” (G) or “potentially bad” (BA, BC, BP, BV, or BE)
where “potentially bad” refers to the questionable data previ-
ously discussed.

At this point, movement of the video cursor into the lower
two rows of boxes on the waveform display allows the display
of ultrasonic property values at any frequency in the lower right
comer of the information box (fig. 8(e)). In figures 8(e) and (f),
phase velocity at 78 MHz and the ratio of B1(F)/B2(F) at
65 MHz are displayed, respectively, by moving the video
cursor into the appropriate boxes. With the waveform display
on video, the following four options exist as shown in the
waveform display menu (fig. 5(b)). With FUN A = 0 and
FUNB =0, the user is returned to the image display. With FUN
A = 0 and FUN B = 1, the waveform display can be toggled
between color and gray scale schemes (fig. 8(g)). The gray scale
scheme can be used if a gray scale printer is available or gray
scale hardcopies are required. With FUN A = 1 and FUN
B =0, and the cursor located in one of the two back surface echo
(B1(T) or B2(T)) boxes in the top row of boxes, the specific
waveform can be displayed with or without noise subtracted.
(Noise at the time delays where the back surface echoes were
located was digitized and stored before the couplant and sample
were placed on the ultrasonic transducer.) The bottom text line
in the information box will now show if the waveform is
displayed with or without noise subtracted (fig. 8(h)). With
FUN A =1 and FUN B = 1, the B2(T) box can now be enlarged
for a closer examination if necessary (fig. 9(a)). With FUN
A =1and FUN B =0, and the cursor located in one of the lower
two rows of boxes showing ultrasonic properties as a function
of frequency, the graph interpolation method can be toggled
from spline to linear. The bottom (small) text line in the
information box will now show if the waveform is displayed
using linear or spline interpolation (fig. 8(e)). Spline interpola-
tion provides smoothed graphs in comparison to those dis-
played with linear interpolation and is useful when ultrasonic



contact scans have been performed at nominal frequencies less
than ~20 MHz. Linear interpolation is a speedier algorithm and
results in only slightly less smooth graphs when ultrasonic
contact scans have been performed at nominal frequencies
greater than ~20 MHz. With FUN A =1 and FUN B = 1, the
phase velocity versus frequency box can now be enlarged for a
closer examination if necessary (fig. 9(b)).

d. Graph Display

The enlarged graph displays allow more detailed examina-
tion of waveforms and frequency-dependent properties. In the
graph displays showing ultrasonic properties versus frequency,
movement of the video cursor allows the display of ultrasonic
property values at any frequency (within the broadband fre-
quency regime realized during the ultrasonic contact scan) in
the lower right comer of the screen (fig. 9(c)). The graph
display menu applies to these enlarged full-screen displays of
one of the graphs on the waveform display, and the following
four options exist. With FUN A =0 and FUN B =0, the user is
returned to the waveform display. With FUN A =0 and FUNB
= 1, the user can toggle the enlarged image between color and
gray scale. If FUN A = 1 and FUN B = 0, and the graph
displayed is one of the two back surface echoes, the noise
subtraction option can be toggled. If FUN A =1 and FUN
B =0, and the graph displayed is one of the ultrasonic property
versus frequency plots, then the interpolation method is toggled
between linear and spline. I FUN A=1and FUNB =1, and
the graph displayed is one of the two back surface echoes, the
waveform is displayed with and without the noise subtracted
(fig. 9(d)). fFFUN A=1 and FUN B =1, and the graph displayed
is one of the ultrasonic property versus frequency plots, the plot
is displayed with both interpolation options (fig. 9(e)).

IV. Examples of Application to
Materials Characterization
Research at Lewis

Two examples are presented here showing the usefulness of
this system for nondestructive materials characterization. The
examples show post-scan analyses of a silicon nitride disk
sample scanned with a 125-MHz broadband ultrasonic trans-
ducer and a ceramic matrix composite (SiC fiber/Calcia-
Alumina-Silica matrix) plate sample scanned with a 10-MHz
broadband ultrasonic transducer, respectively.

a. Examination of waveforms and frequency-dependent
properties at different regions of silicon nitride disk

Asshowninthe previous section, the 60-MHz phase velocity
image of the silicon nitride disk indicates material gradients via
gray scale variations (fig. 3). Specifically, six circular areas of
very dark shading (low velocity), a moderately dark central
region (average to slightly below average velocity), and alight

edge (high velocity) are shown. Through destructive methods,
these regions were shown to differ in pore fraction.! The origin
of the differences between the different colored regions
(figs. 8(a) and (c)) can be explored in terms of ultrasonic
properties by examining the waveforms and properties. For
example, examining the phase angle graphs of the different
regions on the waveformdisplays (figs. 8(b) and (d)) shows that
over the same frequency range the phase angle spread (A9) is
greater at the dark spot than at the light edge region. This leads
to the differences in the phase velocity for the different regions
of the disk (a greater AO results in a lower phase velocity), thus
verifying the validity of the image. Moving the video cursor in
the respective phase velocity boxes and comparing velocity
values show the trend of lower velocity at the dark spot for all
frequencies. Also, if the back surface echoes B1(T) and B2(T)
in figs. 8(b) and (d) are compared, the waveforms in figure 8(b)
comresponding to the low velocity location of the disk are
shifted to the right (out in time; B2(T) is most noticeably
shifted) in the respective time windows in relation to those in
figure 8(d) corresponding to the high velocity edge location.
Thus, observed cross-correlation (pulse) velocity differences
between the two regions are verified by examining the digitized
waveforms (see respective information boxes at lower right of
waveform displays).

Itis instructive to look at the attenuation coefficient image at
60 MHz of the same sample. When the new image type option
on the image display (FUN A =1 and FUNB = 1) menuis used,
the attenuation coefficient image at 60 MHz is displayed to
video (fig. 10(a)). Comparing this image with the phase veloc-
ity image (fig. 3) shows that sample positions where changes in
velocity with position (i.e., material gradients) were most severe
corresponded to areas of highest attenuation coefficient. !
Examining waveform displays at high and low attenuation
coefficient locations (figs. 10(b) to (e)) reveals interesting
contrasts. The B2(T) waveform at the high attenuation coeffi-
cient location is lower in amplitude and distorted when com-
pared to the B2(T) waveform at the low attenuation coefficient
location. This contrast also manifests itself in the B2(F) mag-
nitude graphs. The B2(F) graph at the high attenuation coeffi-
cient location shows a double-peak characteristic (causing the
location to be designated BA [see information box and fig.7])
with a severe dropout in the 60-MHz region as compared to that
for the low attenuation coefficient region. Comparing attenua-
tion coefficient versus frequency behavior shows that (1) the
attenuation coefficient at 60 MHz is more than an order of
magnitude greater at the high attenuation coefficient location
than at the low attenuation coefficient location (both have a
calculated error of ~50%) verifying the validity of the image
and (2) the attenuation coefficient versus frequency slope is
much greater at the high attenuation coefficient location than at
the low attenuation coefficient location in the ~30 to 60 MHz
frequency range. (In this frequency range, the calculated error
in the attenuation coefficient is on the order of <50%.) The
phase velocity versus frequency behaviors over the frequency
range 10to 130 MHz also show differences at the two locations.



Both locations show phase velocity decreasing with frequency
but the higher attenuation coefficient location shows a greater
velocity decrease (from ~1.12 to 1.07 cm/usec) and steeper
velocity versus frequency slope than does the low attenuation
coefficient location (which shows a velocity decrease from
~1.09 to 1.08 cm/psec). The latter result indicates that sharp
material gradients also affect phase velocity behavior. (Closer
examination of these differences between locations can be
accomplished by using the graph enlarge option [FUN A =1
and FUN B = 1] on the waveform display menu.) It is
envisioned that different subsurface defect conditions (pore vs.
inclusion) would generate characteristic signatures that could
be identified through the combination of waveform shape and
ultrasonic property versus frequency behavior.

Figure 7 shows a number of scan locations coded BA
including location x = 34, y = 9 (fig. 11(a)). At this point, the
waveform display shows an improperly digitized FS2(T)
(fig. 11(b)). (Note that several situations might result in a scan
point being coded BA as shown in table I.) Thus, the plot of
FS2(F) is abnormal and leads to abnormally low reflection and
attenuation coefficients (below user-specified limits), which if
left unfiltered would result in invalid reflection and attenuation
coefficient images. In this example, locations where points
were coded BA were filtered out; i.e., they had their ultrasonic
property versus frequency plots set equal to the previous
*good” scan point. This is the reason that the ultrasonic prop-
erty versus frequency plots on the waveform display, as well as
the image locations on the image display, do not appear
abnormal. Thus, PSIDD allows the user to determine whether
filtering is indeed necessary for the coded points and to review
the actual digitization. Figure 7 also shows several points coded
BV, including the scan location x = 15, y = 17 (fig. 11(c)). This
situation results when the B1(T) waveform is improperly
digitized at a lower amplitude setting than for the B2(T)
waveform (note the respective voltage/division [ V/D] settings)
(table I and fig. 11(d)). Thus, the plot of B1(F) magnitude is
grossly abnormal. Obviously, this situation is incorrect and
points coded BV are filtered out and subsequently examined
with PSIDD to look at the actual digitization.

b. Examination of waveforms and frequency-dependent prop-
erties at different regions of SiC/CAS composite plate

In this example, a rectangular SiC/CAS composite plate was
contact scanned and the cross-correlation velocity image re-
called in PSIDD (fig. 12(a)). This image shows low velocity
regions in the upper left and lower right comners of the image
that correspond to porosity clusters. It is of interest to investi-
gate the differences at the high and low velocity regions.
Moving the cursor to a high velocity scan location (x = 14,
y = 12) at the center of the image (fig. 12(b)) and a low velocity
scan location (x = 2, y= 12) at the upper left corner of the image
(fig. 12(d)), respectively, the waveforms and ultrasonic proper-
ties versus frequency behavior can be compared
(figs. 12(c) and (e)). For the low velocity location, the back

surface echoes B1(T) and B2(T) are clearly shifted to the right
(out in time) (B2(T) is shifted most severely) in comparison to
those for the high velocity spot. Thus, observed cross-
correlation (pulse) velocity differences between the two re-
gions are verified by examining the digitized waveforms (see
respective information boxes at lower right of waveform dis-
plays). Further significant differences between the two loca-
tions are seen in the phase velocity versus frequency and
attenuation coefficient versus frequency plots. For the low
velocity location, phase velocity decreases with frequency
while at the high velocity location, phase velocity increases
with frequency. The slope of the attenuation coefficient versus
frequency plot is significantly greater at the low velocity
location than at the high velocity location.

After the attenuation coefficient image at 6 MHz for the SiC/
CAS plate (fig. 13(a)) is retrieved, the video cursor is placed on
a high attenuation coefficient location to examine the wave-
forms at that point (fig. 13(b)). In comparison to the waveforms
at a low attenuation coefficient location (which is also a high
velocity location) (fig. 12(c)), it is seen that B1(T) and B2(T)
are highly attenuated and distorted. This manifests itself in
oscillating and distorted B1(F) and B2(F) magnitude spectra
and an oscillating attenuation coefficient versus frequency
behavior with much greater attenuation coefficient values than
those displayed at the low attenuation coefficient location.
Figure 13(c) shows that B2(T) at this scan location retains the
same distorted characteristic with or without system noise
subtracted.

The velocity and attenuation coefficient images of the SiC/
CAS composite reveal features similar to those seen in
conventional x-ray and ultrasonic c-scan images of the com-
posite;2 however, PSIDD affords the opportunity to more
closely examine the interaction of defects with ultrasound. As
for the previous example showing the silicon nitride disk, it is
envisioned that different material conditions in the composite
(pore clusters, excess second phases, etc.) would generate
characteristic signatures that could be identified through the
combination of waveform shape and ultrasonic property versus
frequency behavior.

V. Conclusion

An ultrasonic data display system was developed that allows
the user to interactively examine digitized and processed infor-
mation associated with any specific scan location of an ultra-
sonic contact scan. This information is displayed on a video
display monitor and includes acquired time-domain wave-
forms, frequency-domain magnitude and phase spectra, and
ultrasonic properties (pulse velocity, phase velocity, reflection
coefficient, attenuation coefficient, attenuation coefficient
error) as a function of frequency for a material. This report
describes the system features and illustrates its usefulness for
nondestructive materials characterization. This system can



serve as a component of an artificial intelligence system for
automatic defect classification based on wave shape and ultra-
sonic property versus frequency characteristics. Additionally,
PSIDD can be modified for use with immersion c-scanning
where RF waveforms are digitized and stored. Other features
such as display of waveforms with and without diffraction
corrections can easily be added.

Lewis Research Center
National Acronautics and Space Administration
Cleveland, Ohio, November 1993

VI. Appendix - Equations Used to
Calculate Ultrasonic Properties

The following equations are valid for the pulse-echo
onﬁguration (fig. 1). Cross-correlation velocity is calculated
from
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Ultrasonic reflection coefficient is calculated according to’
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without and with the sample present on the buffer rod,
respectively.

Attenuation coefficient is calculated according o’
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of time-domain pulses B(t) and B3(s), respectively. Percent
error in the attenuation coefficient is calculated according to
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where G is the error in the attenuation coefficient measure-
ment, X the sample thickness, Gy the the error in the thickness
measurement, R the reflection coefficient, and SVR the signal-
to-noise ratio.

Phase velocity is calculated according to®

v(f)=(2—}2)92i, A6=6,-6, (6)
where
_ o Im(B(f))
6,(f)=1an Re(B,(7)) )
and
o Im(By(y)
82 (f) = lan RC(Bz (f)) (8)

where f is frequency and B;(f) and By(f) are the Fourier
transformations of time domain pulses B(f) and By(1),
respectively.
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Table L-Criteria for "Coding" Locations in Ultrasonic Contact Scan Images

Code and definition

Condition

BA - questionable attenuation cocfficient values

Reflection coefficient at transducer center frequency is
above or below user-specified limits.*

Attenuation coefficient at transducer center frequency is
above or below user specified limits.

Fourier magnitude spectra of second back surface pulse B2(F)
exhibits "significant” double-peak characteristic.

BC® - questionable cross-correlation velocity
value

Cross-correlation velocity is above or below user-specified
limits.

BE*“ - questionable data at edge locations

The first and last two locations in a scan row for irregularly
shaped (egs. circular) sample.

BP® - questionable phase velocity values

Phase velocity at transducer center frequency is above or
below user-specified limits.

BV® - questionable cross-correlation and phase
velocity data

First back surface pulse B1(T) is improperly digitized at a
lower amplitude setting than for the second back surface
pulse B2(T).

*Questionable reflection coefficient will lead to a questionable attenuation coefficient.

Points coded BC, BP, BV, or BE are implied to also be coded BA since any questionable waveform of the three
acquired at a scan location will affect the attenuation coefficient calculation.

“When the ultrasonic transducer is located at the interface between the edges of an irregularly shaped sample, such
as a circular puck and the sample holder during an ultrasonic contact scan, scattering effects may take place

making the waveforms of questionable validity.
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Figure 1.—~Ultrasonic measurement method and contact scan system. (a) Diagram of buffer rod-couplant-sample pulse-echo contact
configuration. FS2(T) = front surface reflection; B1(T) = first back-surface reflection; B2(T) = second back-surface reflection. F81(T), not shown
In this figure but shown in upcoming waveform displays, is acquired without sample or couplant on buffer rod. {b) Resulting waveforms for
pulse-acho contact technique. (c) Computer-controlled ultrasonic contact scan system. (d) Schematic (top view) of ultrasonic contact scan
procedure showing examples of successlive transducer positions along X- and Y-dimensions of sample.
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Figure 2.—Video display setup, queries to user and messages to user for PSIDD operation.
(a) Video display setup. (b) Initial query and messages to user terminal. (c) Queries
conceming image type and frequency to user terminal.



Video cursor

Overlay grid showing
scan locations

®)

Figure 3.—Ultrasonic image (phase velocity, 60 MHz) of silicon nitride
disk. (apimage with superimposed grid showing locations of ultra-
sonic measurements. (b) Image without superimposed grid.
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Waveform Display Menu

Image Display Menu
FUNA FUNB Action to be performed when Enter is
FUN A FUNB Action to be performed when Enter pressed on the Cursor Control Unit
is pressed on the Cursor Controf Unit
0 0 Retum to the image display.
i the cursor Is on the image .
then display the waveform
0 0 data comresponding to the Toggle the waveform display
cursor location on the image; O 1 background color between black
otherwise toggle the Image and white.
grid on and off.
T ) If the cursor Is on one of the two
back surface waveforms then the noise
O 1 qul:::r l'nd\‘sg':;ﬂsplay 1 O subtraction option is toggled.
g If the cursor is on one of the spectra
graphs then the interpolation method is
toggled between linear and spline.
1 O Toggle the display of the good/bad
data on the image display. —
Displays the graph undemeath
1 1 the waveform cursor on the
Select a new image file to graph display; |.e.enlarges the
1 1 display. graph.
_ (@ ®)
Graph Display Menu
Action to be performed when Enter Is
FUNA FUNB pressed on the Cursor Control Unit
0 0 Retum to the waveform display.
(0] 1 Toggle the graph display background
color between biack and white.
if the graph displayed is on one of the two
back surface waveforms then the noise
1 0 subtraction option is lopgled.
If the graph displayed |s on one of the spectra
graphs then the interpolation method is
foggled between linear and spiine.
i the graph dispisy is one of one
the two back surface waveforms then
either the same waveform Is
1 overlayed with or without noise
1 subtraction de ing on the
waveform currently displayed. If the
graph display one of the spsctra amays
then the samas graph is overlayed with the
othaer interpolation method.
()

Figure 5.—PSIDD cursor control: menus used in conjunction with cursor control unit for selecting options in PSIDD. {a) Image
display. (b) Waveform display. (c) Graph display.
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Figure 6.—Example color schemes for ultrasonic contact scan
images. (a) Example color scheme for image. (b) Example color
scheme for image.
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Figure 7.—Ultrasonic image (phase velocity, 60 MHz) with high-
lighted scan locations representing locations of questionable
data.
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Figure 8.—Moving video cursor to different locations in ultrasonic (phase velocity, 60 MHz) image to obtain waveform display at those loca-
tions. (a) Video cursor moved to scan location (x = 11, y = 12) of dark color (low velocity). (b) Waveform display for scan location x = 11,
y = 12. (¢) Video cursor moved to scan location {(x = 32, y = 4} of light color (high velocity). (d) Waveform display for scan location x = 32,
y=4.
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Figure 8.—Concluded. (e) Moving video cursor in phase velocity box of waveform display allows display of phase velocity at any frequency.
(f) Moving video cursor in B1(F)/B2(F) magnitude box of waveform display allows display of ratic B1(F)/B2(F) at any frequency. (g) Gray
scale color scheme for waveform display. (h) With video cursor in B2(T) box, nolse originally present without sample on buffer rod (fig. 1)
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Figure 9.—Enlarged displays at scan location x = 11, y = 12. (a) Enlarged display of waveforrn B2(T). (b} Enlarged
display of phase velocity graph. (c) Enlarged display with interactive video cursor allowing display of ultrasonic
property at any frequency. (d) B2(T) waveform with noise subtracted (green) and without noise subtracted
(orange). Not much difference is noted between the two in this example. {e) Percent attenuation coefficient
error with spline (green) and linear {(orange}) interpolation options overlayed.
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Figure 10.—Attenuation coefficient image of silicon nitride disk and movement of video cursor to different locations in image
to obtain waveform display at those locations. {(a) Attenuation coefficient (60 MHz) image. (b) Video cursor moved to scan
location (x = 9, y = 14) of light color (high attenuation coefficient) corresponding to edge of dark region seen in phase velocity
(60 MHz) image (fig. 8). (c) Waveform display for scan focation x = 9, y = 14. (d) Video cursor moved to scan location (x = 22,
y = 9) of dark color (fow attenuation coefficient). (e} Waveform display for scan location x = 22, y = 19.
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Figure 11.—Waveform displays for coded points of ultrasonic (phase velocity, 60 MHz) image of silicon nitride disk. (a) Video cursor moved
to scan location (x = 34, y = 9) coded BA. (b) Waveform display for scan location x = 34, y =9. (c) Video cursor moved to scan location
(x = 15, y = 17) coded BV. (d) Waveform display for scan location x = 15,y = 17.
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Figure 12.—Ultrasonic (cross-correlation) velocity image of SiC/CAS plate and movement of video cursor to different locations
in image to obtain waveform display at those location. (a) Image with superimposed grid showing locations of ultrasonic
measurements. (b) Video cursor moved to scan location (x = 14, y = 12) of light color (high velocity). (c) Waveform display for
scan location x = 14, y = 12. (d) Video cursor moved to scan location x = 2, y = 12) of dark color (low velocity). (e) Waveform
display for scan location x = 2, y = 12.
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Figure 13.—Ultrasonic (attenuation coefficient, 60 MHz) image of SiC/CAS plate and movement of video cursor to high attenuation coefficient
location. {a) Video cursor moved to scan location (x = 4, y = 8) of light color (high attenuation coefficient). (b} Waveform display for scan
location x = 4, y = 8. {c) Enlarged display of B2(T) magnitude graph showing waveform with noise subtracted (green) and without noise
subtracted {orange).

21



Form Approved
REPORT DOCUMENTATION PAGE OMB No. 0704-0188

Public reporting burden for this collection of information Is estimated to average 1 hour per response, including the time for reviewlni Instructions, searching existing data sources,
gathering and malntaining the data needed, and completing and reviewing the collection of information. Send comments regarding this burden estimate or any other aspect of this
coflection of information, Including suggestions for reducing this burden, to Washington Headquarters Services, Directorate for Information Operations and Reports, 1215 Jeflerson
Davis Highway, Suite 1204, Arlington, VA 22202-4302, and to the Office of Management and Budget, Paperwork Reduction Project (0704-0188), Washington, DC 20503.

1. AGENCY USE ONLY (Leave blank) 2. REPORT DATE 3. REPORT TYPE AND DATES COVERED
November 1993 Technical Memorandum
4. TITLE AND SUBTITLE 5. FUNDING NUMBERS

PSIDD: A Post-Scan Interactive Data Display System for Ultrasonic Scans

Don J. Roth and Steven A. Szatmary
7. PERFORMING ORGANIZATION NAME(S) AND ADDRESS(ES) 8. PERFORMING ORGANIZATION
REPORT NUMBER

National Aeronautics and Space Administration
Lewis Research Center E-8167
Cleveland, Ohio 44135-3191

9. SPONSORING/MONITORING AGENCY NAME(S) AND ADDRESS(ES) 10. SPONSORING/MONITORING
AGENCY REPORT NUMBER

National Aeronautics and Space Administration
Washington, D.C. 20546-0001 NASA TM-4545

11. SUPPLEMENTARY NOTES

Don J. Roth, NASA Lewis Research Center; and Steven A. Szatmary, Cleveland State University, 1983 East 24th
Street, Cleveland, Ohio 44115, Responsible person, Don J. Roth, (216) 433-6017.

12a. DISTRIBUTION/AVAILABILITY STATEMENT 12b. DISTRIBUTION CODE

Unclassified - Unlimited
Subject Category 38

13. ABSTRACT (Maximum 200 words)

An ultrasonic data display system was developed at NASA Lewis Research Center that allows the user to interactively
examine digitized waveforms and processed information associated with any specific scan location of an ultrasonic
contact scan. This information is displayed on a video display monitor and includes acquired time-domain waveforms,
frequency-domain magnitude and phase spectra, and ultrasonic properties (pulse velocity, phase velocity, reflection
coefficient, attenuation coefficient, attenuation coefficient error) as a function of frequency for a material. This report
describes the system features and illustrates the system’s usefulness for nondesiructive materials characterization.

14. SUBJECT TERMS 15. NUMBER OF PAGES
Ultrason{cs; Nondestrucu\{e testing; Signal analysis; Velocity; 5 PRICE CODE
Attenuation; Image analysis A03
17. SECURITY CLASSIFICATION |18. SECURITY CLASSIFICATION 19, SECURITY CLASSIFICATION 20. LIMITATION OF ABSTRACT
OF REPORT OF THIS PAGE OF ABSTRACT
Unclassified Unclassified Unclassified

Standard Form 298 (Rev. 2-89)

Prescribed by ANSI Sid. Z39-18
298-102

NSN 7540-01-280-5500



SNE BRRO

§

a1 10; AjfBUB

N ‘uoibuiyse

oesles

i

SRR
et oo

VSVN
S$SAUISNG 1RO

NLllv
SHG6%-W1l 100 €S

uogessiuwpy aoceds

‘asn ajeand 10} Ajeuad
puB SOINBUOIBY [BUOHEN

&8 NVI V9SI WHOA DHN

SNOILVOIEnd
0‘

NOILVWY0O4NI 3IVdSOY3V d0d4 ¥3IUIN3D

avOa ONIONVT 39Q018%13 009

029-2D2/3NHISIF MNdVW

r-
(o]
Z
]
X
(5]
()
ot
X
X
m
—
(2]
pr o
-—)
(%]
4
()
8]
[
(o)
0
o
N
0
W
H

vV %T6L60S £0cO0%6

22O 'ON LINH3d
31VY SSY1O-HLUNOL YIDAdS







